[Operating procedure with the Telebathoscope-3 apparatus].
Definite sequence of the operator's actions is recommended for composite diagnostic examination with Telebatoscope-3. Attention is concentrated on special features of the infrared (IR) channel adjustment and function. Several approaches to analogue processing of the videosignal were realised to make easier the analysis of images obtained in the IR-channel.